
Installation guide

Mounting instruction for

MBT 5111 and MBT 5114
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Tightening torque  Bending instruction

Temperature zones

11 ± 2 Nm (Ø 4.5)

15 ± 2 Nm (Ø 6)

25 ± 5 Nm (G 1/4 A)

30 ± 5 Nm (M18)

Min. bending diameter (R20)

Minimum 50 mm

Max. Temperature (°C)

MBT 5111 MBT 5114

Zone A 800 600

Zone B 400 400

Zone C 250 200
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Mounting thread version

Mounting clamp version

Max. 500 mm

Max. 500 mm

Cable ties

Cable ties

Max. free insertion length 

(not mounted in pocket / thermowells)

Ø 4.5 = 112 mm

Ø 6 = 150 mm

Max. free insertion length 

(not mounted in pocket / thermowells)

Ø 4.5 = 112 mm

Ø 6 = 150 mm

Mounted in 

Pocket

Mounted in 

Pocket


